
STEP 1: Gather supplies for an infusion: 

•	 Carrier fluid
•	 Dry Spike
•	 Tubing

STEP 2: Assemble and prime per facility guidelines and Arisure IFUs. 

STEP 3: Access drug with the correct size Closed Vial Adapter.

STEP 4: Add CML onto correct size syringe

STEP 5: Connect & draw up solution per facility guidelines and  
Arisure IFUs. 
 

Invert Arisure Closed Vial Adapter and syringe unit  
to draw up partial drug volume. 

While still inverted, remove excess air by pushing plunger rod  
upward until air bubbles are no longer visible entering the vial. 

Pull down on plunger rod to draw up remaining drug volume  
until accurate dose is achieved.  You should see air bubbles  
entering the vial to know the vent is working properly.

•	 CML
•	 Prescribed medication/diluent
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Always follow the instructions detailed in the Arisure Directions For Use.

Add diluent or excess 
drug downwards

And invert to 
draw up drug

COMPONENTS*: 
•	 YM104 – Arisure Closed Male Luer (CML)
•	 YM004 – Arisure Neutral Valve (NV)
•	 YM101, YM102, YM054 – Arisure Closed Vial Adapter
•	 YM064 – Arisure Dry Spike (or bag access med port with another 

compatible needle free connector, e.g., BD SmartSite** or 
Baxter One-link***)

•	 Carrier fluid bag
•	 Hazardous Drug
•	 Syringe



STEP 6: Cap/label/bag prepared medication syringe for administration, per facility guidelines. 

STEP 7a: Or add solution to the carrier fluid bag via the Dry Spike access valve, per facility  
preparation guidelines (or tubing with compatible med port). 
 
 
 
 
 
 
 
 
 
 
 
STEP 7b: Label/bag medication bag for administration, per facility guidelines.

STEP 8: Dispose of all exposed components in hazardous waste disposal bin per facility protocol.
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*Per USP 800: Don PPE before handling any drugs deemed hazardous by NIOSH. Follow aseptic technique and abide by safe 
handling of hazardous drug standards. 
**SmartSite is a trademark of Becton, Dickinson and Company, its subsidiaries or affiliates. Yukon Medical Inc. is not affiliated 
with Becton, Dickinson and Company.  
***ONE-LINK AND CLEARLINK are trademarks of Baxter International Inc, its subsidiaries or affiliates. Yukon Medical Inc. is not 
affiliated with Baxter International Inc.


